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STUFF! 
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COPYRIGHT NOTICE 


ALL MATERIALS INCLUDING CD/ DVD AND PDF 
FILES ARE COPYRIGHTED 
WWW.EVERYTHING4LESSSTORE.COM VON 
WALTHOUR PRODUCTIONS AND MAY NOT BE 
REPRODUCED, COPIED OR RESOLD UNDER ANY 
CIRCUMSTANCES. YOU MAY HOWEVER MAKE A 
COPY FOR YOUR OWN PERSONAL BACKUP. 
MATERIALS ARE FOR PERSONAL USE ONLY. 


IF YOU PURCHASED THIS FROM ANYWHERE BUT 
FROM US PLEASE NOTIFY US IMMEDIATELY SO 
THAT WE MAY CHECK IF YOU PURCHASED FROM 
AN AUTHORIZED RESELLER SO WE CAN LET YOU 
KNOW IF YOU NEED TO RETURN FOR FULL REFUND 
FROM AN UNAUTHORIZED SELLER. 


THANKS AGAIN AND PLEASE TAKE THE TIME TO 
VISIT OUR STORE. 
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STARK ELECTRONIC INSTRUMENTS LIMITED 
AJAX ONTARIO 


SUPPLEMENTARY DATA FOR AMERICAN TUBES 


Tube Jan AV 
Type File Sel Bias Eng Push Min G.M. Notes 
1K3 1.1 JR-0000-0 0 0 P5* - - Cap=P-OK above 
500 on 3000 scale 
4BZ6 4,3 JR-3562-7 20 78 P4 1575 2500 
4CS6 4.3 JR-7562-3 Use this setting for short check only 
4.3 JR- 3602-7 43 35 P4 505 800 
4DE6 4.3 JR-3562-7 22 75 P4 1385 2200 
5AR4 5.0 HR- 0600-0 0 75 P3* - = Plate No. 1 
5.0 HR-0400-0 0) 75 P3* - 2 Piate No. Zz 
5EA8& 5,0 EV-2637-0 19 78 P4 1575 2500 Pent. Sect. 
5.0 EV-9108-0 19 85 P4 2390 3800 Triode Sect. 
5EH8 5.0 EV-7986-0 20 75 P4 1450 2300 Pent, Sect. 
5.0 EV-2301-0 22 86 P4 2580 4100 Triode Sect. 
6BR5 6.3 EV-1902-0 Vary 100 P5* - - Connect a 1 MEG, 
from plate jack to 
octal test socket 
pin #8, vary bias 
to vary beam angle. 
6CB5 6.3 JR-5023-0 60 88 P4 2770 4400 
6CH6 6.3 EV-2783-9 19 88 P4 3215 5100 
6CK4 6.3 JR-2507-0 44 89 P4 3465 5500 
6CL5 6.3 JR-4023-0 55 90 P4 3150 50060 Cap=P 
6CW5 6.3 EV -2793-0 35 92 P4 3780 6000 
6DA4 6.3 JX-0503+0 0 64 P3* - - 
6DC8 6.3 EV-2613-9 12 84 P4 2640 4000 Pentode Sect. 
6.3 EV-0703-0 O 30 Pl* ey 2 Diode Sect. 
6.3 EV-0803-0 0 15 Pl* - - Diode Sect. 
6DL5 6,3 JR-3562-0 24 80 P4 2015 3200 
6DN7 6.3 JX-4506-0 24 73 P4 1260 2000 Triode No. 1 
6.3 JX-2103-0 20 90 P4 4725 7500 Triode No.2 
6DQ5 6.3 JR-2043-0 61 88 P4 3275 5200 Cap=P 
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Tube Jan AV 
Type File Sel Bias __Eng. Push Min. G.M. Notes 
6DW5 6.3 EV-3917-0 50 87 P4 2835 4500 
6DT5 6.3 EV-3917-0 31 89 P4 3530 5600 
6DT8 6.3 EV-7608-9 10 86 P4 2640 4000 Triode No. 1 
6.3 EV-2103-9 10 86 P4 2640 4000 Triode No.2 
6EA8 6.3 EV-2637-0 19 78 P4 1575 2500 Pent. Sect. 
6.3 EV-9108-0 19 85 P4 2390 3800 Triode Sect. 
6EB8 6.3 EV-7986-0 19 87 P4 3025 4800 Pent. Sect. 
6.3 EV-2301-0 19 55 P4 755 1200 Triode Sect 
6EH8 6.3 EV-7986-0 20 75 P4 1450 2300 Pent. Sect. 
6.3 EV-2301-0 22 86 P4 2580 4100 Triode Sect 
6EW6 6.3 JR-3562+7 23 72 P4 1325 2100 
7EY6 7.5 JR-5347-0 30 87 P4 27%0 4400 
8CX8 125 EV-7986-0 16 90 P4 3780 6000 Pent. Sect. 
7.5 EV-2301-0 24 73 P4 1260 2000 Triode Sect. 
9DZ8 10.06 EV-3672-0 29 89 P4 3465 5500 Pent. Sect 
10.0 EV-1908-0 5 0 P4 315 500 Triode Sect 
11CY7 10.0 EV-7608-0 23 0 P4 315 500 Triode No. 1 
10.0 EV-2109-0 63 86 P4 2640 4000 Triode No. 2 
1ZA55 12.6 JR-2763-0 26 89 P4 3530 5600 
12CX6 12.6 JR-2657-3 0 0 Pi* - - Make no gas test. 
12DE& 12.6 EV-7869-1 0 0 Pl* - - Pent Sect. OK 
above diodes OK 
Make no gas test 
12.6 EV-0302-0 0 59 Pi* - - Diode Sect. 
12ZDF7 12.6 EV-7608-0 12 58 P4 790 1250 Triode No. 1 
12.6 EV-2103-0 12 58 P4 790 1250 Triode No.2 
12DK7 12.6 EV-0372-1 0 16 P1* - - Tetrode Sect. 
Make no gas test 
12.6 EV-0602-0 0 0 Pl* - - Dicde No. 1 OK 
above 500 on 3000 
scale. 
12DK7 12.6 EV-0902-0 0 0 Pl* - - Diode No.2 OK 
above 500 on 3000 
scale. 
12DL8 12.6 EV-0362-7 0 55 Pl* - - Tetrode Sect. 
Make no gas test. 
12.6 EV-0908-0 0 0 Pl* - - Diode No. I 
12.6 EV-0108-0 0 0 Pi* - - Diode No. 2 
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12DY8 


12DZ6 
12EA6 


12EC8 


12 EG6 
12 EK6 


1ZEL6 


12.6 


Sel 
EV-2781-3 


EV-3917-0 


EV-0807-9 


JR-2657-3 
JR-2657-3 


EV-0768-9 


EV-0203-1 


JR-7652-3 


JR- 2657-3 


JR-0207-3 


JR-0607-0 


Bias En 
14 91 
31 89 
0 86 
10 86 
50 o7 
0 59 
0 0 
0 0 
0 34 
0 0 
0 23 
0 ll 
0 0 
0 0 
0 0 
0 17 
0 0 
) ) 
0 8) 
0 16. 
0 0 


P1* 


Pl* 


Notes 


Triode No. 1 
Triode No.2 


Tetrode Sect. 


2CrrVuc Wortrs 


Make no gas test 
Diode Ne. ! 


= er VU > 


- Diode No.2 


{ 


- Tetrode Sect. 
RA nL eR On 
IVLGANRO iv BC 

- Tricde Sect. OKa 
bove 500 on 3000 
scale. 


- Make no gas test 
- Make no gas test 


- Pent Sect. Make no 
gas test. OK above 
600 on 3000 scale 

- Triode Sect. Make 
no gas test. OK 
above 700 on 3000 
scale. 

- Make no gas test 


- Make no gas test 


- Triode Sect OK 
above 150 on 3000 
scale. Make no gas 
test. 


- Diode No. 1 OK 
above 500 on 3000 
scale, 


- Diode No.2 OK 
above 500 on 3000 
scale. 


- Tetrode Sect. Make 
no gas test 


= Diode Sect. OK 
above 500 on 3000 


scale. 


50DC4 


CK535AX 


1641 


5838 


5854 


Fil Sel 
12.6 JR-5347-0 


12.6 JR-2657-3 


20.0 JR-5047-0 


In n TH 2nrf42 n 
aU. VU JM=-2904-U 
35.0 JR-0507-06 
35.0 EV-3072-0 


50.0 JR-0507-0 


1.1 DvV-4120-0 
5.0 JR-0000-0 
5.0 BY-0000-0 


12.6 JR-0507-0 
12.6 JR-0307-0 


1.1 DvV-4120-0 
5.0 HR- 0600-0 
5.0 HR-0400-0 
6.3 JR-5347-2 


20.0 JR-3562-0 


6.3 JR~-3562-0 
6.3 GX-8352-0 
6.3 JR-5207-0 
6.3 JR-6307-0 
6.3 JIR-6307-0 
2.5 HR-8360-0 
6.3 JX-4506-1 
6.3 JX-2103-5 


12.6 EV- Bes 0 
12.6 3-0 


Bias Eng. Push 


40 89 
0 0 
50 87 
29 89 
25 0 
21 85 
0 55 
29 89 
25 0 
0 64 
64 0 
0 40 
0 40 
0 45 
0 45 
43 73 
0 35 
0 30 
23 88 
24 65 
24 65 
34 89 
0 

20 81 
24 75 
30 67 
5 56 
5 56 
24 75 
24 75 


P4 


Pl* 


P3* 
P3* 


Jan 


Min. 


3780 


AV 


G.M. Notes 
6000 


\ 
- OK above 1100 om 
2nnn scale. Make 
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no gas test 


4500 Cap=P 
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J3FUYU 

5500 Pent Sect. 
500 Tricde Sect. 


- OK above Diodes OK 


2 Left Cap=P 
- Right Cap=P 


- Plate No.l 
- Plate No.2 


400 Micromhos only 
OK above 250 on 
3000 scale. 


= Piate No. 1 
- Plate No.2 
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JR-0703-6 
JR-0205-6 


DW -1572-4 
DW -1572-4 
DW -1572-0 
DW - 1805-0 
JR-3562-7 

EV-3917-0 


EV-7608-0 
EV-2103-0 


JR-5327-0 


JR-7562-3 
JR-3562-7 


21 


24 


© 


Ww 
— 


i=) 


i=) 


Jan 
Bias Eng. Push Min. 
73 P4 1260 
65 P4 945 
55 P4 725 
33 P3* - 
0 Pl* - 
90 P4 4095 
0 P1l* - 
0 Pl* - 
0 P4 346 
79 P4 1543 
91 _P4 4410 
77 P4 1480 
61 P1l* - 
61 Pl* - 
73 P4 1325 
73 P4 1325 
83 P4 2015 
80 P4 1890 
73 P4 1260 
87 P4 3025 
58 P4 790 
58 P4 790 
88 P4 3150 
56 P4 755 
65 P4 945 
90 Pa 4095 
90 P4 4095 
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AV 
G.M. 


2000 
1500 


1150 


Notes 


S 
0 scale. 


mom waa teoact 
TLO gas tOSL. 


Dicde No.1 
Dicde No. 2 


Triode No. 1 
Triode No.2 


Ampl. Sect. 
Osc. Sect. 
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awr 


uve Jan AV 
Type Fil Sel Bias Eng. Push Min. G.M. Notes 
7054 12.6 EV-+-2781-3 13 90 P4 3780 6000 
7055 12.6 JR-0703-6 0 61 Pl* Diode No. 1 
12.6 JR-0205-6 0 61 Pi* Diode No. 2 
7056 12.6 JR-3562-7 22 76 P4 1385 2200 
7057 12.6 EV-7608-9 i18 88 P4 3150 5000 Triode No. 1 
12.6 EV-2103-9 18 88 P4 3150 5000 Triode No. 2 
7058 12.6 EV-7608-0 12 58 P4 790 1250 Triode No. 1 
12.6 EV-2103-0 12 58 P4 790 1250 Triode No. 2 
7061 12.6 EV-3917-0 21 85 P4 2330 3700 
WESTERN ELECTRIC SUPPLEMENT DATA 
338A 10 JR-3204-0 # 91 P5* é - Strikes at about 39 
5847/ 
404A 6.3 DZ-1684-0 10 86 P4 2520 4000 
EUROPEAN TUBE SUPPLEMENT DATA 
6D) 6.3 JR-0703-0 0 52 Pl* - - Use Stark EA adapter 
Place red Dot lead 
on top pin. 
6F 12 6,3 JR-3572-6 10 74 P4 1480 2350 
6F 13 6.3 JR-5347-2 19 73 P4 ¥575 2500 Use Stark EL42 
adapter 
6F 33 6.3 IR-3572-6 21 54 P4 1000 1600 
7D9 6.3 JR-3572-0 10 74 P4 1480 2350 
8D3 6.3 JR-3572-6 13 78 P4 1575 2500 
9D6 6.3 JR-3572-6 12 65 P4 1076 1700 
10P13 35,06 JR-5347-0 24 84 P4 2835 45006 Use Stark E-L42 
adapter 
43-1U 4.3 JR-0200-0 0 46 .P3* - = Plate #1 
4.3 JR-0300-0 0 46 P3* - - Plate #2. 
Use Stark EG 
adapter. 
5ZKU 5.0 HR-0600-0 0 22 P3* - - Plate No. i 
5.0 HR-0400-0 0 22 P3* - - Plate No.2 
| 61BT 6.3 JR-5047-0 51 76 P4 1545 2450 Cap=P 
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ECC35 


Fil 


6.3 


OFF 


fen) 


loon lommen) 


Ooo 


nnn 


nn 


0 


Sel 
JR-5347-3 


AP-0107-0 


JR-5047-0 
JR-3572-0 


JX-0300-0 
JX-0500-0 


JR-0703-0 
JR-0205-0 


EV -1800-0 


EV-1807-0 


EV-0000-0 


ooo 
“) a] =) 
t 
Qooo 


JX-2103-0 
JX-4506-0 


EV-2613-9 
EV-0703-0 
EV-0803-0 


JX-2103-0 
JX-4506-0 


Bias En 
32 80 
25 70 
27 91 
38 80 
0 ll 
0 ll 
0 61 
0 61 
30 78 
0 0 
0 70 
0 70 
78 
ll 78 
20 60 
38 80 
n 41 
vu Lom § 
0 61 
0 50 
0 50 
13 48 
0 30 
0) 0 
17 75 
18 77 
12 84 
0 30 
0 15 
ll 58 
ll 58 


P5* 


P4 
P4 


P3* 
P3* 


Pl* 
P1l* 


— he 
%* 


to wt 
ee 
% 


Jan AV 
Min. G.M, 
1950 3100 
4410 7000 
1890 3000 
1575 2500 
1575 2500 
1575 2500 
820 1300 
1890 3000 
725 1150 
Use Stark EL42 
1575 2500 
1700 2700 
2640 4000 
880 1400 
880 1400 


Notes 
Cap=P 


Set line adjust 
at 1200. Use Stark 
EC adapter. 


Cap-P 


Plate No. 1 
Plate No. 2 
Use Stark BL42 
adapter 


Diode #1 
Dicde #2 


OK above 350 on 
3000 scale. in- 
crease bias reduces 
glow. 


Cap=P 
Cap=P 


Triode #1 
Triode #2 


1 


Triocde Sect. 
Dicde No. 1 
Diode No. Zz 
adapter. 
Triode #1 
Triode #2 


Pentode Sect. 
Diode No. 1 
Diode No.2 


Triode No. 1 
Triode No.2 
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Tube Jan AV 
Type Fil Sel Bias Eng Push Min. GM, Notes 
ECGi 6.3 JR-3702-0 8 85 P4 2640 4000 
6.3 JR-6705-0 85 p4 2640 4000 
ECF82 6.3 EV-2637-0 15 76 P4 1420 2250 Pentode Sect. 
6.3 EV-9108-0 16 87 P4 2835 4500 Triode Sect. 
EF37A 6.3 JR-03475 10 66 P4 1100 1750 Cap=G 
EF 40 6.3 JR-4357-2 10 69 P4 1260 2000 Use Stark EL42 
adapter 
EF 41 6.3 BY-5347-0 12 74 P4 1470 2350 Use EL42adapter 
EL-34 6.3 JR-5347-2 27 90 P4 3780 6000 
EL-37 6.3 JR-5347-2 23 88 P4 3150 5000 
EL-86 6.3 EV-2793-0 35 92 P4 3780 6000 
EL-95 6.3 JR-3562-0 24 80 P4 2015 3200 
EL821 6.3 EV-2783-9 19 89 P4 3720 5900 
EM-80 6.3 EV-1902-0 Vary 100 P5* - - Connect a 1 meg- 
ohm resistor from plate Jack to 
octal test socket pin #8. Vary bias 
to vary beam angle. 
EY84 6.3 EV-0002-0 6 33 P3* - - Cap=P 
EY86 6.3 EV-0000-0 0 66 P5* - - Short on 3 
Can-P 
wep 
GZ +34 5.0 HR-0600-0 0 75 P3* - = Plate #1 
5.0 HR-0400-0 0 75 P3* - - Plate #2 
KT-61 6.3 JR-5347-0 21 85 P4 2640 4000 
KT-81 6.3 HS-6138-0 32 40 P4 630 1000 Use Stark EC 
adapter 
KTW-63 6.3 JR-0347-0 Use this setting 
for short check 
only. 
6.3 JR-0407-0 10 53 P4 - - English reading 
only 
L-63 6.3 JR-5307-0 23 73 P4 1385 2200 
N-77 6.3 JR-3572-0 27 79 P4 1640 2600 
N-727 6.3 JR-3562-0 21 85 Pp4 2330 3700 
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ee 


Type Fil Sel Bias En Push Min. G.M. Notes 
OM5 6.3 JR-0347-5 22 58 Pp4 1135 1800 
OM6 6.3 JR-0347-5 22 58 P4 1385 2200 
PCF82 10.0 EV -2637-0 15 76 Pp4 1420 2250 Pentode Sect. 
10.0 EV-9108-0 16 87 P4 2835 4500 Triode Sect. 
PCL82 20.0 EV-1908-0 10 64 P4 1000 1600 Triode Sect. 
20.0 EV-3672-0 45 70 P4 1260 2000 + Pentode Sect. 
PL83 ' 12.6 EV-2713-6 11 91 P4 4725 7500 Cap=P 
QS70/20 OFF AP-0502-0 0 50 P5* - - 
QS150/15 OFF AP-0302-0 0 10 P5* - - Reads in green 
Ri8 6.3 EV-0003-0 0 52 Pi* - ~ Cap=P 
SD6 6.3 JR-0205-0 0 50 Pi* - = 
TT15 6.3 BZ -2453-0 40 85 P4 2640 © 4000 Tetrode No.1 
6.3 BZ-8657-0 20 85 P4 2640 4000 Tetrode No. 2 
Use Stark EG adapter 
UU9 6.3 JR-0507-0 0 20 P3* - - Plate No.1 
6.3 JR-0307-0 0 20 P3* - - Plate No. 2 
Use Stark EL42 adapter 
U52 5.0 HR-0400-0 0 30 P3* - - Plate No.1 
5.90 HR-0600-9 0 37 P3* - - Plate No. 2 
W727 6.3 JR-35 67-2 9 83 P4 2080 3300 
X61M 6.3 JR-0347-5 Use this setting for short test only Cap->G 
6.3 JR-0407-5 34 65 P4 1070 1700 Make no short test. 
Cap=G 
X65 6.3 JR-0347-5 Use this setting for short test only Cap=G 
6.3 JR-0407-5 33 50 P4 695 1100 Make no short test. 
Cap=G 
X78 6.3 JIR-2530-7 Use this setting for short test only 
6.3 JR-2300-7 38 60 P4 945 1500 Make no short test. 
X81 6.3 HS-615 8-4 Use this setting for short test only 
6.3 HS-65608-4 25 12 P4 1385 2200 Use Stark EC adapter. 
Make no short test 
X727 6.3 JR-7562-3 11 63 P4 900 1425 Amfl. Sect 
6.3 JR-3562-7 0 67 P4 1010 1600 Osc. Sect 
Y61 6.3 JR-5347-0 12 24 P4 - - Eye closed 
6 JR-5047-0 12 24 P4 - - Eye open 
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